[A DSP-based design method for detecting fetal heart rate signals].
The paper presents the development and design of an ultrasonic Doppler fetal heart rate monitoring system based on DSP, and explains the realization of a algorithm for detecting fetal heart rate. Clinical practice has proved that this system is able to pick up the real-time fetal heart rate correctly and rapidly.